[Continuous intrauterine pO2 determination in the fetus during birth].
A study about continuous intrauterine pO2-measurement of the human fetus sub partu. It is reported about a continuous intrauterine unbloody pO2-measurement of the human fetus sub partu. There was found a good correlation in different cardiotocographic patterns between labour, fetal heart frequency and pO2-registration.